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7 510(~) SUMMARY 
7.1 General Information 

Applicant I Manufacturing Site: IBt SA 
Zone lndustrielle C 
7180 Seneffe - Belgium 

Tel: (+32) 84 / 520 800 
FAX: (+32) 64 / 555 397 

Contact Person: Vincent E. Conlglione 
Classification Name: Radionuclide Brachytherapy Source 
Common/Usual Name: Palladium 103 Seed 
Proprietary Name: lnterSeedN 
Establishment Registration Number: Registration application sent to FDA September 1997 
Classification: Class II, same as the predicate’device (see the Substantial Equivalence 

section below for predicate device information) 
Special Controls: InterSeed” will comply with the regulatory requirements for the Georgia 

Department of Natural Resources, Environmental Protection Division, 
Radioactive Materials Division for sealed sources. 

Substantial Equivalence: lnterSeedTH is substantially equivalent to Modified Palladium Seed Model 
100 (Premarket Notification #K874787), a Class II post-amendment device 
granted clearance to market November 23, 1987. 

7.2 The contents of this premarket notification summary will demonstrate the 
substantial equivalence of the subject device, InterSeed”, to the 
predicate device, Modified Palladium Seed Model 100. The substantial 
equivalence will be based on the following important features of the 
device: 
7.2.1 Indications 
7.2.2 Physical Size 
7.2.3 Radiopaque Marker 
7.2.4 Biocompatibility 
7.2.5 Radioisotope 
7.2.6 Radiation Dose 

7.3 InterSeed” Description 
lnterSeedTM is an hermetically sealed radiotherapeutic source indicated 
for interstitial implantation. The radionuclide used in lnterSeedTM is 
Palladium 103 (Pd-103). lnterSeedTM is constructed by placing a 
platinum radiopaque marker and Pd-103 on the surface of a medical 
grade titanium inner tube. The device is sealed by sliding an outer 
tube, also medical grade titanium, over the inner tube and laser welding 
both ends. The resulting device has a hollow center with an inner 
diameter of 0.35 mm with all body tissue contacting surfaces made from 
medical grade titanium. 
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7.4 Table 8 compares the indications statement drafted for InterSeedTM with 
the predicate device’s indications statement. 

Table 8: Indications Statement Comoarison Summarv 
InterSeed” 

lnterSeedTM implants are indicated for interstitial 
implantation of select localized tumors with low to 
moderate radiosensitiiity. They are used either as 
primary treatment for tumors such as those of the head, 
lung, neck, pancreas, prostate. and unresectable tumors, 
or for residual disease after excision of the primary 
tumor. InterSeed”l implants are indicated for use 
concurrent with or at the completion of other treatment 
modalities, such as external beam radiation therapy. 

(Found on page 20 of K874787) Palladium 
Seeds are indicated for tumors with the 
following characteristics: localized, 
unresectable, low to moderate 
radiosensitivity. The tumors may be of the 
following type: superficial. intrathoracic, 
intraabdominal, lung, pancreas, prostate 
(stage A or B), residual following external 
radiation, and recurrent. 

7.5 

7.6 

Based on the intent of the indications statement for the subject device, 
lnterSeedTM is substantially equivalent to the predicate device with respec 
to its indications. 
Table 9 compares the physical size, radiopaque marker, materials of 
construction, and the radioisotope for the subject device and the predicate 
device. 

Table 9: Feature Comparison 
Feature Description lnterSeedTW ’ Predicate Device 
Outer Tube Medical grade titanium Titanium 

Length 4.5 mm 4.5 mm 
Outside Diameter 0.81 mm 0.81 mm 

Radiopaque Marker Platinum Lead 
Isotope Carrier Medical grade titanium Aluminum cylinders 
End Cup Not Applicable Titanium 
Inner Tube Medical grade titanium Not Applicable 
Seal Method Laser Weld Laser weld 
Radioisotope Palladium 103 Palladium 103 
Half-life 17 days 17 days 
Principal Energy 
Levels -- 

20.1 keV, 20.2 keV 20.1 keV, 20.2 keV 
22.7 keV, 23.2 keV 22.7 keVi 23.2 keV 

Distribution of Isotope Deposited onto the surface Distributed throughout the 
Binder of the isotooe carrier isotooe carrier 

I 

Apparent Activity I 0.5 to 5.b mCi I 0.5 d 5.0 mCi 
Levels 
Residual Activity < 0.1 jXi at 2 years < 0.1 pCi at 2 years 

L 
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7.7 

7.8 

Based on the outside dimensions of the subject device being the same as 
the predicate device, both devices having a radiopaque marker, the body 
tissue contacting materials being made of a known biocompatible material, 
titanium, and both devices using Palladium 103 as the radionuclide, the 
subject device, lnterSeedTM is substantially equivalent to the predicate 
device with respect to the physical size, presence of a radiopaque marker, 
biocompatibility, and radioisotope used. 
The radiation dose of lnterSeedTM and the therapeutic effect of the ionizing 
radiation emitted are characteristics of the radionuclide selected, 
Palladium 103, and the shape and placement of the internal components, 
Figure 7 is a graphical presentation of the computed values for the 
radiation dose delivered by InterSeed” as a function of distance (both 
radial and axial). The graph depicts an isodose line represented by a 
smooth curve drawn through the data points that were linearly interpolated 
from the dose matrix data presented at 0.5 cm intervals. Figure 7 is to be 
compared with Figure 8 which represents comparable data from direct 
measurements for the predicate device which has been previously 

5, 

4- 

3-- - 

2-. 

i o- 1 -. 

‘; -I- 

-2 -- 

-4 I 

_, ,_ ,  .  .  .  .--- ----:- 

I  1 InterSeed” 

‘seed 

0.01’ ’ I 
-5-i . . . . . . . . . . .,,,.,.,., / / 

-5 -4 -3 -2 -1 0 1 2 3 4 5 

-Z(cln)- 
lsodosedl~onproducedbyInterSsQdNsavcswithanapparentactMtyd1mCi. 

Figure 7: lnterSeedn” Distribution of Radiation Dose 

’ Meigooni, Ph.D., A.S., et al, ‘Dosimetry of Palladium 103 Brachytherapy Sources for Permanent 
Implants.” a, Vol. 6, pp. 107-I 17, April 1990. 
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Figure 8: Predicate Device Distribution of Radiation Dose 

The ratio of the average radiation emitted by the seed in all directions to 
the dose delivered at 90 degrees is a measure of the deviation of the 
angular distribution around the seed from that of an isotropic point source. 
The ratios for the subject device at distances of 1, 2, and 3 cm from the 
seed are 0.88,0.85, and 0.85 respectively. The ratios for the predicate 
device at the same distances are 0.88.0.86 and 0.86 respectively. 
Based on InterSeed”” and the predicate device having a similar 
distribution of radiation dose and using the same radioisotope, 
InterSeedTH is substantially equivalent to the predicate device with respect 
to radiation dose. 
Substantial Equivalence Summary 
7.11.1 Based on the similar characteristics for indications, physical 

size, radiopaque marker, biocompatibility, radioisotope, and 
radiation dose between the subject device, InterSeedN, and 
the predicate device, lnterSeedTM is substantially equivalent to 
the predicate device. 



DEPARTMENT OF HEALTH & HUMAN SERVICES 

flEC i 0 1998 

Public Health Service 

Food and-Drug Administration 
9200 Corporate Boulevard 
Rockville MD 20850 

Ruth Feicht 
President 
International Brachytherapy, Inc. 
6000 Live Oak Parkway 
Suite 107 
Nocross, Georgia 30093 

Re: K973328 
InterSource (Palladium 103 Seed) 
Dated: October 8, 1998 
Received: October 9, 1998 
Regulatory class: II 
21 CFR 892.573OIProcode: 90 KKK 

Dear Ms. Feicht: 

We have reviewed ywr Se&m 510(k) notification of inteut to msrket the devia referenced above aud m have detamiued the 
device is ktubstMually equivslalt (for the iadk&ons far use stated in tbe enclosure) to devices ma&ted iu imerstnte 
commerce prior to May 28.1976, the en&mentdsteoftheMcdicalLkviceArm&maU. CCtOdCViCUth&hflVCbCCll 

reclassitied in accordance with the provisims of the Fed& Food, Drug, sod Cosmetk Act (Act). You may, thexefm market 
the device. subject to the gene-al controls pvisims of tbe Ad 3be gaxral controls provisions of the Act include 
requirements for annual regkatia list& of devices, good manukmring pm&a, labeling. and prohibitions against 
mi&mndingandadult 

if your device is class&d (see above) into either class II (Specird controls) or class III @rem&et Approval), it may be subject 
tosucbadditionalamtrols. Existiogmajangulatiolu~~purdevicecanbcf~intheCodcofFadaal eaula , 
Title21,Psrts800to895. Asubst@iaUyequivalaudetak&massumescca#amxwitbtheCuxrauCood~~ 
Ractice~uitemcnts,assctfathinthcQualitySystcmR~~(Qs)forMadialDeviccs: Ga1emlmgulatiat(2lCFR 
Part82O)andthafthroughpaiodicQsinspeetiolls,theFoodaadDNgMministratim(FDA)willvaity~asslrmptions. 
FailuntocomplywithtbeOMprrgulatianmay~tinrrgulatory~ insdditiar,FDAmaypublishfbrtber 
eumoun~~tsconcerningyourdeviccin(hc~Rcei~. Pleasenote: thismspcmsetoymupremr&tnotitication 
submissiondoesnotaff&tanyobligationyoumighthavcundasactions531through542oftheAdfadcvicesundnthc 
Electronic Product Radiation Cc&cl provisioos, or other Federal laws or regulatious. 

Tluslatawillallow~tobcginmarketingyourdeviceasdescribedia~5100;)prcmarketnotifrcatiao. TbeFDAfindiq 
of substantial equivalence ofymn &via to a legslly msrketed predicate &via results in a classification for your device and 
thus,pemitsyourdeviatopmaedtothe~ 

Ifyoudcsirespecificadvictfa~dcviccoa0urlakliog~~(21CFRpart801and~ti~y809.10forlnvi~ 
diagnostic devices), please amtst the OfEa of Complii at (301) 5944613. Additionally, for qucstkm on the promotion 
and advatising of your deviec. please coatact the office ofcompliancc at (301) 5944639. Also, plesse note the regumtion 
entitled. “Misbrandingby-topanark;dnotiEcntim’(21 cFR807.97). othcrgeMralinforlnstiononyour 
responsibilities under the Act may be obtain4 firm tbe Division of Smsll Manufactumm Assistance at its toll-tree number 
(800) 638-2041 or (301) 4434597 or at its lntanct addxss ‘ht@~Avww.fdagovk&WdsmaIdsmamamhtmP. 

Sincerely yours, 

Lillian Yin, PhD. 
Director, Division of 

Abdomind. Ear, Nose and 
and Radiological Devices 

Office of Dencc Evaluation 
Center for Devices and 

Radiological Health 

Enclosure 
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5 1 O(k) Number (if Known): K973328 

De\ Ice Name: InterSourceio3 

Indications For Use: 

InterSource’ implants are indicated for interstitial implantation of select 
localized tumors with low to moderate radiosensitivity. They are used either 
as primary treatment for tumors such as those of the head, lung. neck, 
pancreas, prostate. and unresectable tumors, or for residual disease after 
excision of the primary tumor. InterSource’ implants are indicated for use 
concurrent with or at the completion of other treatment modalities, such as 
external beam radiation therapy. 

(PLEASE DO NOT WRITE BELOW THIS LINE - CONTlNUE ON ANOTHER PAGE IF NEEDED) 

Concurrence of CDRH. Office of Device Evaluation (ODE) 

a’ /L;J6gA &pw 
(Division Sign-Off) / 
Division of Reproductive, Abdominal, m, 

Prescription Use J 
(Per 21 CFR 801.109) 

OR Over-The-Counter-Use 

(Optional Format I-2-96) 


